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AC-D.ec  trie  Are  Installation  for  the  Obtainment  of 
High  Temperature  Gas  Flow 

V.  S.  Pelevin 

In  this  report  is  explained  the  nature  of  the  phenomena  .taking  place  in  an 
electric  arc,  and  the  be  sic  principles  of  obtaining  with  the  aid  of  an  arc  a  high 
temperature  gas  flow.  A  detailed  description  is  given  of  the  device  and  ita  construe, 
tion.  Operational  parameters  of  aggregates  are  listed* 


One  of  the  sources,  which  can  assure  the  obtainment  of  high  temperaturaa  for 
a  lasting  period  of  time  .  is  the  high  intensity  electric  are* 

For  the  electroarc  thermal  process  is  very  important  the  obtainment  of  high  volu. 
metric  density  of  thermal  energy*  i.e*  amount  of  heat^foraing  in  unit  of  volume  per 
unit  of  time. 


At  present  time  there  ara  no  reliable  methods  of  measuring  high  temperature  in  an 
are  discharge*  Consequently  its  value  can  ha  determined  by  the  magnitude  of  light 
brightness* 

It  is  known*  that  to  obtain  high  brightness  of  arc  discharge  and  corresponding, 
ly  a  high  temperature  it  is  necessary  that  the  electric  a  orgy  should  flow  into  the 


possibly/ 

electric  arc  channel  inf  greater  amount  per  unit  of  time*  However*  aa  was 

shown  byfl-3]  ,  an  increase  in  the  amount  of  energy  going  into  the  open  arc  discharge 
leads  to  an  increase  in  brightness  only  up  to  a  specific  limit*  The  latter  depends 
particularly*  upon  the  type  of  gas,  in  the  atmosphere  of  which  is  situated  the  are 
discharge* 
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i  It  is  shown  bypjj,  that  tha  temperature  of  an  open  aro  discharge  does 

not  depend  upon  the  amount  of  energy,  going  within  a  unit  of  time,  and  that  the  power 
liberated  within  unit  of  volume'  of  an  arc  discharge  also  grows  only  to  a  known  maxi- 

Xt  is  shown  in  much  earlier  reportaQ-?]  that  the  current  density  in  an  open  arc 
disoharge  reaches  maximum  value,  whereby  the  rise  in  amperage  leads  to  a  rise  in  trans¬ 
verse  section  of  the  are  •  and  the  current  density  remains  unchanged.  Initial  efforts 
in  solving  the  problem. of  increasing  the  brightness  of  a  simple  carbon  aro  enahled 
to  determine,  that  to  inorease  the  luminosity  of  an  anode  crater  and  protect  same 
against  intensive  scorching  it  was  necessary  to  prevent  tranaition  of  the  discharge 
frcm  the  face  of  tha  anode  to  its  aide  surface.  For  this  purpose  in  the  first  con¬ 
structions  of  high  intensity  aro  lamps  at  the  time  of  arc  burning  the  arc  flame  along 
the  anode  was  gulled  with  acetylene  ,  illumination  gas,  air  eto.  But  the  application  of 
thia  method  led  to  no  desired  results. 

To  rsise  gas  density  in  the  are  gap  was  found  to  be  very  effective  the 
use  of  thermal  and  magnetohydrodynamio  effects,  without  having  to  resort  to  high  pres, 
suras  in  the  aro  chamber. 

One  of  the  methods,  used  in  increasing  gas  density  with  simultaneous  increase  in 
current  density  in  the  aro  gap  appears  to  be  compression  of  arc  discharge  shaft. 

The  latter,  in  partioular,  is  attained  by  the  evaporation  of  water  on  account  of  heat 
transfer  by  the  outer  layers  of  the  aro  discharge  shaft  (aro  discharge  core).  Cooling 
of  surface  layers  reduces  ionization,  and  consequently,  the  electric  conductivity 
of  the  gas  on  the  outer  eurface  of  the  gas  discharge.  This  leads  to  a  reduction  in 
the  cross  seotion  of  aro  oore,  to  a  rise  in  current  density  and  liberated  energy, 
which  in  turn  leads  to  a  rise  in  tempera ture.  The  achievement  of  greater  current 
produces  the  aro  oore  ocopresaion  effect  by  the  natural  magnetic  field  of  aro 
currant.  The  radially  directed  compressive  force  is  directly  proportional  to  the 

.  •*  i 

square  of  amperage  and  inversely  proportional  to  the  square  of  aro  oore  radius.  . 
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This  compofosaiva  force  acts  not  only  in  radial*  but  also  in  axial  directions*' 

The  pressure  along  the  axis  of  are  is  transmitted  to  the  electrode*  Having  no  special 

siginif iceace  for  the  faee  of  the  electrode,  it  exerts  its  effect  against  the 
core  of  the  arc* 

In  this  way,  in  the  central  part  of  arc  core*  two  simultaneously  acting  opposite 
effects  are  presents  on  one  hand*  high  temperature  in  the  central  part  of  arc  core, 
causing  a  reduction  in  gas  density  along  its  axis,  and  on  the  other  haned  -  the  effect 
of  magnetic  compression,  raising  gas  density. 

Both  these  effects  under  specific  conditions  promote  an  increase  in  axial  forces, 
which  is  necessary  to  lead  out  high  temperature  gases  from  the  arc  gap*  It  is  mentioned 
in  report JVJ  •  that  at  a  too  high  or  too  low  limitation  of  the  arc  core  its  tempera- 
ture  and  brightness  decreasa.  It  was  established, that  an  increase  in  energy  introduced 

into  an  aro  discharge  channel  lead  at  first  to  a  rise  in  brightness  and  temper¬ 
ature.  But  as  the  introduced  energy  is  being  increased  (ratio  of  increase)  its  rise  is 
slowed  down. 

This  is  the  essence  of  phenomena,  taking  place  in  an  electric  arc* 

To  make  use  of  an  alectroarc  discharge  was  developed  a;i  arrangement  and  a 
special  installation  was  assembled*  allowing  to  carry  out  a  series  of  laboratoty  in¬ 
vestigations*  The  construction  of  the  installation  offers  the  possibility  of  creating 
various  conditions  for  the  performance  of  functional 

1)  at  an  atmospheric  pressure  in  the  antechamber  with  outflow  of  high  tempera, 
ture  stream  into  the  pressure  chamber  with  various  vacuum  in  it) 

2)  at  a  different  excess  pressure  in  the  antechamber  with  outflow  of  a  stream 
into  the  pressure  chamber  at  a  different  vacuum  in  it. 

To  produoe  pressure  in  the  antechamber  it  is  possible  to  use  com¬ 

pressed  air  or  other  gasaa  * 

A  schematic  drawing  of  the  installation  is  shown  in  fig.l*  Its  basic  components 

era  i 
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pressure  chamber  I,  antechamber  II*  arc  ehanbsr  III,  disk  type  electrode  IT,  * 
mechanism  for  automatically  feeding  the  electrode  T,  electric  solenoid  coil  VI, 
magnet  with  shifting  mechanism  VII. 

Inspection  windows  VIII  are  provided  for  observation,  these  windows  are 
(Euated  on  three  sides  along  the  circumference  of  the  pressure  chamber. To  assure  the 
possibility  of  carrying  out  assembling  operations  in  the  interior  of  tho  pressure 
chamber  there  is  an  airtight  hatch  Q. 

Excess  pressure  in  the  antechamber  is  produced  on  account  of  introducing  c am- 
pressed  air  or  inert  gases.  The  lead-in  of  air  is  realized  over  an  annular  duct  of 
a  speoial  stuffing  box  with  further  lead  out  through  a  conical  adapter  and  flow 
around  an  electrode  rod,  passing  through  the  internal  surface  of  conical  adapter. This 
allows  for  simultaneous  cooling  of  the  electrode  rod. 

The  magnitude  of  pressure  in  tho  antechamber  is  controlled  by  valve  XV.  When 
necessary  the  surplus  pressure  in  the  antechamber  is  released  through  a  pipe  line  and 
valve  XVI  into  a  vacuum  line  or  into  the  atmosphere  through  valve  XVII.  To  operate 
the  antechamber  at  an  atmospheric  pressure  valve  XVII  must  be  open. 

Rarefaction  in  the  pressure  chamber  is  produced  with  the  aid  of  vacuum  pumps. 
Rough  control  of  rarefaction  value  is  realized  with  tho  aid  of  slide  gates  XXII. 
Precision  control  is  realized  with  a  needle  valve  X, situated  on  tho  panel  of  ths 
control  desk.  At  the  point  where  the  pressure  chamber  is  connected  with  the  vacuum 
line  is  situated  filter  XI  to  cleanse  discharge  gases  from  mechanical  dust.,  having 
a  harmful  effect  on  the  operation  of  vacuum  pumps.' 

To  produce  the  necessary  working  condition  of  the  installation  there  is  ths 
possibility  of  changing  a  number  sf  parameters  by  valve  control!  of  vacuum  system, 
lines  for  creating  pressure  in  antechamber,  lines  for  water  cooling  tho  arc  chamber 
and  disk  electrode. 

The  delivery  of  electric  energy  and  carbon  electrode  is  controlled  automatically 
with  tho  aid  of  a  spec  i'il  mechanism  .|a!1  instruments  for  controlling  and  adjusting 
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the  working  process  of  the  installation  are  mounted  on  the  control  panel  XIY, 


Fig. 1. Schematic  drawing  of  the  AC  installation  with  combined  flow  stabilization 
1-to  vacuum  pump;  2-cooling  water ,air-gaa,  air;  3-dra inage  of  water  into  the  at 
mosphere;  plug  in  (4);  5~?orfc~distribution  boa-fork;  network*  network;  6-  network 
network,  Transformer  TSIV3 

The  installation  operates  on  AC  current  with  a  voltage  of  220  v  with  water 
stabilization  of  the  arc  current.  Delivery  of  electric  energy  to  the  installation  is 
realized  from  a  power  cable  through  two  arc  type  welding  transformers  XIII. 

Automatic  control  of  electric  current  value  during  the  operation  of  the  aro  chamber 
is  realized  with  the  ail  of  the  following  a -;gr elites i 

1)  special  reductor  Y; 

2)  distributor  box  XII; 

3)  welding  transformers  TSD- 1000-3  XI H; 

4)  control  desk  XIY# 

The  special  reductor  is  intended  for  autaaatic  adjustment  in  the  rate  of  feeding 
the  carbon  electrode  depending  upon  the  given  parameters  of  the  current  on  the  electrodes. 


FTD-TT-62-1753/1+2 


5 


la  tha  box  of  tha  distrubution  device  ara  situated  aa  apparatus  and  equipment 
Included  In  tha  autaaatic  control  circuits 

The  arc  is  fed  AC  current  with  a  frequency  of  50  c* 

The  commutation  circuit  of  tha  transformers  allows  to  control  tha  current  and  voltage 
in  two  ways.  At  »  constant  amperage  of  12' y  amp  the  voltage  on  the  terminals  of  the 
electrodes  can.  be  changed  from  20  to  160  v  and,  vice  versa,  at  a  constant  voltage  of 
80  v  it  is  possible  to  change  the  amperage  within  limit^sf  from  ^00  to  2400  amp* 

On  the  electric  control  desk  are  mounted  the  following  electro  measuring  instrumental 
asmeter  1  and  voltmeter  2  to  measure  current  and  voltage  on  the  are;  potentiometer  3 
to  control  arc  voltage;  potentiometer  4  to  control  rate  of  feeding  the  carbon  elec¬ 
trode;  buttons  5  "higher  ",  "lower",  for  remotely  controlling  the  current  on  the  arc; 
buttons  6  to  shift  tha  carbon  electrods  up  or  down}  button  7  for  starting  button  8 
for  stopping  operation  of  the  autanat*  switch  9  for  swirching  over  reductcor  from 
operating  condition  into  idling* 

The  electric  automatic  control  circuit  is  realized  by  the  principle  of  aitonati- 
cally  controlling  the  rate  of  feeding  the  carbon  electrode  in  dependence  upon  tbs 
given  arc  voltage.  For  this  purpose  the  generator,  feeding  the  motor  of  special  ra. 
ductor,  in  addition  to  the  compound  and  independent  windings,  has  an  additional  aro 
winding,  cut  in  through  a  selenium  rectifier  to  the  terminals  of  tha  electrodes* 

During  the  operation  of  one  independent  winding  the  reductor  motor  feeds  ths 
carbon  electrode  upwards.  During  operation  of  one  of  the  arc  windings  the  reductor 
motor  turns  in  other  direction  and  lower  the  carbon  electrode  downwards*  During  opera¬ 
tion  of  the  aro  both  winding,  produce  a  resultant  stream,  dictating  the  magnitude  of 
voltage  and  the  polarity  of  the  generator  ,  and  consequently,  the  rate  and  direction 
of  rotation  of  the  motor  of  the  reductor.  Thanks  to  such  a  dependence  the  rats 
of  feeding  the  carbon  electrode  changes  with  the  change  in  voltage  on  the  terminals 
of  aro  electrodes,  whereby  tha  rate  of  feeding  the  electrode  is  equal  to  the  rats 
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of  Its  burning  up. 

The  current  value  (amperage)  of  the  are  ia  set  by  buttons  10  *  higher  *,  'lower* 

welding/ 

which  change  the  operation  of  the/  transformer  In  accordance  with  the  current 

Indicator  on  the  transformer*  Subsequent  delivery  of  arc  current  to  the  necessary  value 
la  done  i.ith  buttons  5  by  the  amaater* 

When  the  installation  functions  with  water  stabilization  the  electric  arc  discharge; 

originating  between  the  movable  carbon  electrode  XVIII,  having  the  form  of  a  round 

rod*  and  the  stationary  disk  type  electrode  XT  in  form  of  a  bushing  with  opening 

for  outlet  of  high  temperature  stream*  is  connected  to  arc  chamber  III.  The  axis  of  the 

cylindrical  arc  chamber  coincides  with  the  axla  of  the  movable  carbon  eleotrodo  and 

with  tha  axis  of  disk  electrode  bushing  opening.  On  the  inner  cylindrical  surface  of 

the  arc  chamber  is  tangentially  fed  water  for  cooling*  The  disk  electrode  is  cooled 

with  water  passing  over  its  inner  annular  surface* 

Having  passed  the  annular  cavity  of  tho  disk  olectrode*th9  cooling  water  travels 

over  radial  channels  toward  the  center  ia  the  cuter  annular  shell  of  arc  camera* 

Next  through  special  openings  the  water  flows  into  the  internal  hollow  of  arc 

chamber.  Introduction  of  water  along  the  tangent  to  the  former  of  the  chamber  creates 

a  rotating  water  layer  (jacket)*  moving  along  the  wall  of  the  chamber  in  direction* 

opposite  of  the  opening  in  the  disk  electrode. Having  reached  the  front  of  the  chamber 

the  water  layer  is  thrown  into  the  antechamber* 

In  this  way, by  the  operation  of  the  cooling  system  is  attained  simultaneous  pro. 

tection  of  arc  chamber  against  burning  up*  cooling  of  both  electrodes  and  an  increase 

f lowing  ✓ 

in  temperature  of  the  gas  flew.  The  amount  of  vateiy  for  cooling  the  disk 

electrode  and  into  the  arc  chamber,  is  controlled  by  valve  XIX  and  by  tho  indications 
of  the  pressure  gage  XX.  Drainage  of  cooling  water  and  the  maintaining  of  the  aeces- 
sary  water  level  in  the  antechamber  is  done  by  controlling  valve  XXX* 

To  raise  the  density  of  tho  gas  flow  .coming  out  from  the  arc  cahmber  into 
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pressure  chamber ,  end  to  raise  its  temperature*  provisions  are  made  to  aplly  the  mag¬ 
netic  compression  effect.  For  this  purpose  are  chamber  III  is  mounted  so*  that  it 
appears  to  be  situated  within  the  electric  solenoid  coil.  Delivering  electric  current  to 
the  solenoid  coil  is  realized  from  a  special  transformer  with  current  control  within 
limits  of  from  100  to  500  amp.  The  intensity  of  the  ma&iatic  field  of  the  solenoid 
changes  from  300  to  1500  e* 

In  the  interior  of  tho  pressure  chamber  is  mounted  and  electronagnet*|the  yoke  of 
which  is  the  body  of  tho  chamber  and  special  guide  cores*  Total  weight  of  the  yoke 
is  about  803  kg*  The  delivery  of  electric  current  to  the  cooled  solenoid  coils  is  done 
frcm  an  independent  transformer  with  current  control  within  200  to  700  amp*  lho  in 
tensity  of  the  magnetic  field  in  the  air  gap  3  cm  wide  can  be  changed  from  10200  to 
35700  a*  The  construction  of  the  installation  has  provisions  for  the  displacement  of 
the  electromagnet  along  the  axis  of  the  pressure  chamber  (along  the  gas  flew)  to  a  lengt! 
of  up  to  300  an  and  a  charge  in  air  gap  between  the  cores  frcm  10  to  50  ran.  The  apparatu 
for  connecting  both  electrcmagnetic  devices  i3  situate .  in  the  general  control  desk* 

English  summary  follows 

The  basic  principles  of  operation  of  an  electric  arc  device  for  obtaining  » 
high-temperature  gas  flow  are  indicated  in  the  paper.  The  device,  which  is  sup¬ 
plied  by  alternating  current,  is  so  designed  that  it  is  possible  to  use  the  expe¬ 
rience  obtained  in  the  setting  up  of  equipment  to  obtain  a  high-temperature 
gas  flow  over  a  lengthy  period  of  time. 
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